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Overview 


Graphite digestion apparatus is a microprocessor-controlledunit. It 
adopts an intelligent temperature control system for uniform heating 
throughout the plate. The clearing out of redundant acid in digestion tract 
after digestion develops a characteristic function in microwave digestion. 


Specifications : 


Exterior dimensions ( Lx W x H ) 
Packaging dimensions ( L x W x H | 650x300x400mm | 


Features : 


o Digital LED screen for visual monitoring of set parameters 
o High density aluminium silicate (heat insulation material) 

o Consistent digestion effect 

o Constant adjustable and controlled temperature 

o Over temperature alarm (sample protection) 


Optional tube: Teflon and borosilicate glass tube 


Applications : 


Used for routine laboratory heating reaction and control sample digestion 


precisely in the laboratories of industries, agriculture, medical and sanitary 
fields. 


/\ Labotronics 
Labotronics Ltd. Union House, 111 New Union Street, Coventry CV1 2NT, 
UK 
info@labotronics.com | www.labotronics.com 


